1. Introduction {#sec1}
===============

Cardiovascular disease is the leading cause of death in patients with end-stage renal disease (ESRD). The risk of dying from a cardiovascular event is 10--20 times higher than in the general population, and the prevalence of coronary artery disease in ESRD patients is approximately 40%. ESRD patients develop cardiovascular abnormalities early in the disease process and have substantial traditional risk factors such as diabetes, hypertension, and dyslipidemia. A feature of many patients in the years preceding a cardiovascular event is the presence of extensive vascular calcification \[[@B1]\]. Increased vascular calcification and tortuosity are rather common in ESRD patients who are on hemodialysis, rendering manipulation of catheters and performance of percutaneous transluminal interventions more difficult than expected. Such vascular alterations may be evident in large veins and pose significant difficulties in placement of pacing leads as shown in our case, herein.

2. Case Report {#sec2}
==============

A 76-year-old man who was admitted to hospital with acute inferior infarction underwent primary angioplasty in the culprit right coronary artery. According to his medical history, the patient suffered from an anterior myocardial infarction after which he underwent percutaneous coronary angioplasty in the left anterior descending coronary artery with implantation of two stents. Furthermore, the patient suffered from permanent atrial fibrillation, and he was on chronic hemodialysis program 3 days a week, due to ESRD. During angioplasty the patient developed complete heart block and was supported by a temporary pacing lead in the right ventricle introduced through the femoral vein. Since complete heart block was not relieved three days later, he was referred for implantation of a permanent pacing system. Initially, a right cephalic approach was attempted in order to protect the left arm with the AV shunt. Because the right cephalic vein was heavily calcified and could not sustain the pacing lead or even a guide wire, a right subclavian vein puncture was successfully attempted. Because of the failure to advance the guide wire from the subclavian vein to superior vena cava, venography was performed which revealed complete obstruction of the vein route ([Figure 1](#fig1){ref-type="fig"}). Thereafter, a left-sided pectoral implantation was attempted. Since no left-sided cephalic vein was found on incision, a successful subclavian vein puncture was accomplished, and a guide wire was introduced. The guide wire was advanced to the right atrium, but with a loop because of significant tortuosity of the superior vena cava ([Figure 2](#fig2){ref-type="fig"}). A 7 Fr. percutaneous introducer was easily advanced over the guide wire into the left subclavian vein, and the guide wire was removed. An active fixation lead (Crystalline ACT FIX ICQ09B Vitatron B.V., Arnhem, The Netherlands, 58 cm long) was introduced through the subclavian introducer but failed several times to be advanced to the right atrium and formed loops in the superior vena cava area. Therefore, we removed the lead and exchanged the 7 Fr. percutaneous introducer with a 9 Fr one. Through the last introducer we advanced a long (180 cm) hydrophilic guide wire (Radifocus RF GA35183M, Terumo Europe NV, Leuven, Belgium) and over it a long (45 cm), slittable, guiding catheter (Medtronic Attain LDS 6216A, Medtronic Inc., Minneapolis, Minn, USA) to the right atrium and through the tricuspid valve to the right ventricle ([Figure 3](#fig3){ref-type="fig"}). Such long guiding catheters are commonly used to cannulate coronary sinus in cardiac resynchronization therapy \[[@B2]\]. Through the long guiding catheter the pacing lead was easily advanced to the right ventricle and screwed in the endocardial wall ([Figure 4](#fig4){ref-type="fig"}). Next, the long guiding catheter was slit, the percutaneous introducer removed, and the pulse generator implantation was finished uneventfully. Finally, the temporary pacing lead was removed.

3. Discussion {#sec3}
=============

Cardiovascular disease is the leading cause of death in patients with ESRD. Although ESRD patients develop cardiovascular abnormalities early in the disease process and have substantial traditional risk factors such as diabetes, hypertension, and dyslipidaemia, a feature of many patients in the years preceding a cardiovascular event is the presence of extensive vascular calcification \[[@B1]\]. Although the mechanism by which vascular calcifications develop in ESRD patients is complex and is not well known, a possible explanation is that inflammation may contribute to arterial calcification in the presence of an increased serum phosphorus and calcium load \[[@B3]\]. Multiple vascular calcifications and tortuosities are more common in ESRD patients and cause more difficulties in catheters manipulations and/or transluminal interventions \[[@B2]\]. Such vascular alterations may be evident in large veins too and pose significant difficulties in placement of pacing leads as shown in our case. Moreover, vascular complications, such as rupture or formation of spurious aneurysms, may occur more often in renal patients. Therefore, the introduction of a 9 Fr guide, as in our case, is more traumatic than a 7 Fr guide, and it carries with it the risk of heavy bleeding, especially in hemodialysis patients who often present coagulation disorders. Consequently, in ESRD patients, a 9 Fr percutaneous introducer and a long guiding catheter should be considered only after failure of the standard procedure. In our ESRD patient, the use of a 9 Fr percutaneous introducer and a long guiding catheter was uncomplicated and proved to be of particular value to accomplish successful placement of a right ventricular pacing lead. However, it needs further investigation in future studies.

![Complete obstruction of the right subclavian vein during venography.](CRP2011-372026.001){#fig1}

![The guide wire is advanced through the left subclavian vein to the right atrium, but with a loop because of significant tortuosity of the superior vena cava.](CRP2011-372026.002){#fig2}

![A long, slittable, guiding catheter is advanced to the right atrium and through the tricuspid valve to the right ventricle.](CRP2011-372026.003){#fig3}

![Through the long guiding catheter the pacing lead is advanced to the right ventricle and screwed in the endocardial wall.](CRP2011-372026.004){#fig4}
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